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Figure 2: MRM chromatogram of the Mid-QC sampleg g p

Time (min) % Acetonitrile All plasma samples were treated with 500 μL of cold
Telmisartan

0 20 acetonitrile and then vortexed for 1 min. 675 μL supernatant
Telmisartan

0 5 95
aceto t e a d t e o te ed o 6 5 μ supe ata t

was transferred to a new microcentrifuge tube and dried by0.5 95

2 5 95
was transferred to a new microcentrifuge tube and dried by

2.5 95 vacuum concentration. The residues were resuspended in 200
2.6 20 μL of 9:1 (v/v) water:methanol, and centrifuged prior to

Stop time 5 min analysisStop time 5 min analysis.
Telmisartan-d3

Source: ESI with Jet stream (+)
Telmisartan d3

Source: ESI with Jet stream (+)

Precursor ion (m/z) Product Fragmentor Collision 
ion 

( / )
voltage (V) energy 

( )(m/z) (eV)

515.2 (Telmisartan) 275.6 180 52( )
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279.2 180 50
(ISTD)

Figure 3: First blank injected after the ULOQ sampleFigure 1: Instrumentation and analytes g j p
injections
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Each calibration and QC sample was injected three times. The mean response ratios of telmisartan to telmisartan-d3 wereNo peak was seen for the telmisartan transition in theg
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Figure 6:Standard curve in plasma with 3 replicate injections at each calibration level
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Figure 4: Telmisartan peak in the LLOQ (50 pg/mL)

ConclusionsConcentration 
(n=3)

sample
(n=3)

50 46 93 11 11 93 86 A sensitive and selective LC/MS/MS method for the50 46.93 11.11 93.86

quantification of telmisartan in human plasma using an75 77.08 10.40 102.77 q p g

Agilent 1260 Infinity LC system and 6460 Triple Quadrupole
250 251.12 2.18 100.45

Agilent 1260 Infinity LC system and 6460 Triple Quadrupole

M S i h h A il J S ESI
500 510.31 6.41 102.06

Mass Spectrometer with the Agilent Jet Stream ESI
1000 994.50 7.49 99.45

source has been described. A simple protein precipitation
1000 994.50 7.49 99.45

1500 1519 06 6 54 101 27
method was used for extracting the analyte and the

1500 1519.06 6.54 101.27

2500 2531 09 8 34 101 24 method was used for extracting the analyte and the

internal standard from plasma The response ratio of the
2500 2531.09 8.34 101.24

internal standard from plasma. The response ratio of the5000 4617.22 11.35 92.34
analyte and the internal standard was found to be linear150 (LQC) 130.68 5.80 87.12

over the range 50 - 5000 pg/mL.750 (MQC) 773.39 4.17 103.12 g pg( )

4000 (HQC) 3746 79 7 95 93 67Figure 5: Overlay of the telmisartan peaks in the LLOQ 4000 (HQC) 3746.79 7.95 93.67g
and blank samples

Table 1: Response ratios, precision and accuracy at the various
concentrationsconcentrations


